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HEATHKIT REFLECTED POWER 
AND STANDING WAVE RATIO BRIDGE 
MODEL AM-2 


* NOTE 
R = 1009 or 1502 
Two 1009 resistors and two 
1509 resistors are included in 
the kit. 


The 100@ resistors are used 
for 75Q input and output. 


The 1509 resistors are used 
for 509 input and output. 


